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Identifier 1 Identifier 2 Analysis | Comment | Preparation | Method
hd-7a check std P-37572 | HD 02-10-2012 | hd 9v.met
Additional Information
Infomation Gas Configuration
Peak Center found at [1956] Gas H2
Background: 1.36 mV,0.30 mV Magnet [Steps] 980
Pressure Adjustment: Left: 8990.5 Right: 8990.2 ( Manual A{ Cups 1
Ref. Name: d 2H/1H VS. 20
HD-5b -263.980 /SMOW
0 | H3 Factor | 2.382616
Raw Data

Int.2 Int.3 Int.2 Int.3 rR 3H2/2H2| R rd 3H2/2H2 [per | d d 2H/1H

Sample Sample Standard | Standard 3H2/2H2 | mil] vs. HD-5b | 3H2/2H2 | [per mil] vs.

[mV] [mV] [mV] [mV] [per mil] | VSMOW

vs.
QNN
Pre 8974.622 | 2264.324
1 8900.842 | 2495.237 | 8952.902 |2257.876/ 0.2591299 | 0.000257 122.300 -173.965 | -173.965
2 8883.340 | 2489.631 8926.928 | 2251.127| 0.2590929 | 0.000257) 122.181 -174.052 | -174.052
3 8864.023 | 2483.655 | 8902.266 |2244.197 0.25920755 | 0.000257 122.060 -174.141 | -174.141
4 8844.370 | 2477.759 | 8877.258 | 2236.866 0.2590782 | 0.000257 122.260 -173.994 | -173.994
5 8825.415 | 2472.063 | 8854.122 | 2231.054) 0.2590798 | 0.000257| 122.264 -173.992 | -173.992
6 8808.831 | 2466.855 | 8829.816 |2223.799 0.2590553 | 0.000257 122.190 -174.046 | -174.046
Evaluated Data
Mean Std.Dev. ST. Error Atom% Outlier
d 3H2/2H2 [per mil] vs. VSM{ -174.032 0.063 0.026 0
d 2H/1H [per mil] vs. VSMOW, -174.032 0.063 0.026 0.012863 0
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